Reference equivalent threshold sound pressure levels for Apple EarPods.
Reference equivalent threshold sound pressure levels (RETSPLs) are used when calibrating audiometric equipment to a hearing threshold level of zero at various frequencies. To the best of the authors' knowledge, the RETSPLs for Apple EarPods (MB770G) have not been reported, and so this study aimed to measure them. The hearing thresholds of 36 normal-hearing subjects (72 ears) were measured at 250, 500, 1000, 2000, 4000, and 8000 Hz, with the measurements being performed twice in 33 subjects (66 ears) for evaluating the test-retest reliability. This study provides Apple EarPod RETSPLs and shows significant Pearson's correlations (p < 0.001) with no significant Wilcoxon signed-rank test differences (p > 0.01), which confirm the test reliability.